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Objective: The hand-held Arthro-BST™ device is used to map electromechanical properties of articular
cartilage. The purpose of the study was to evaluate correlation of electromechanical properties with
histological, biochemical and biomechanical properties of cartilage.
Method: Electromechanical properties (quantitative parameter (QP)) of eight human distal femurs were
mapped manually ex vivo using the Arthro-BST (1 measure/site, 5 s/measure, 3209 sites). Osteochondral
cores were then harvested from different areas on the femurs and assessed with the Mankin histological
score. Prior to histoprocessing, cores were tested in unconﬁned compression. A subset of the cores was
analyzed with polarized light microscopy (PLM) to assess collagen structure. Biochemical assays were
done on additional cores to obtain water content and glycosaminoglycan (GAG) content. The QP corre-
sponding to each core was calculated by averaging all QPs collected within 6 mm of the core center.
Results: The electromechanical QP correlated strongly with both the Mankin score and the PLM score
(r ¼ 0.73, P < 0.0001 and r ¼ 0.70, P < 0.0001 respectively) thus accurately reﬂecting tissue quality and
collagen architecture. Electromechanical QP also correlated strongly with biomechanical properties
including ﬁbril modulus (r ¼ 0.76, P < 0.0001), matrix modulus (r ¼ 0.69, P < 0.0001), and log of
permeability (r ¼ 0.72, P < 0.0001). The QP correlated weakly with GAG per wet weight and with water
content (r ¼ 0.50, P < 0.0003 and r ¼ 0.39, P < 0.006 respectively).
Conclusion: Non-destructive electromechanical QP measurements correlate strongly with histological
scores and biomechanical parameters providing a rapid and reliable assessment of articular cartilage
quality.
© 2014 Osteoarthritis Research Society International. Published by Elsevier Ltd. All rights reserved.Introduction
The deterioration of articular cartilage is a hallmark of degen-
erative joint diseases such as osteoarthritis which affects 8.9% of the.D. Buschmann, Department
ontreal, 2900 Boul Edouard
4-340-4931; Fax: 1-514-340-
m), anik.chevrier@polymtl.ca
quenneville@biomomentum.
(A. Yaroshinsky), caroline.
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ternational. Published by Elsevier Ladult population with 40% prevalence above the age of 701.
Currently, joint health and function are diagnosed at a late stage by
methods including physical examination, X-ray and magnetic
resonance imaging of joint space or visual arthroscopy with a blunt
probe. None of these techniques are able to provide diagnostic in-
formation early in the disease process.
Multiple research groups have invented devices to assess
cartilage function during arthroscopic surgery2e6. Methods
involving ultrasound biomicroscopy7, arthroscopic ultrasound im-
aging8, optical reﬂection spectroscopy9, pulsed laser irradiation10
or near-infrared spectroscopy11 have been proposed. Two devices
obtained FDA regulatory clearance (Artscan™ 200 Arthroscopic
Cartilage Stiffness Tester and Actaeon™ Probe), while the Artscantd. All rights reserved.
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acceptance may be related to challenges in ease of use and difﬁcult
sensor orientation relative to cartilage surface as well as the need
for repeated indentations at a controlled level of force12. There is an
enduring demand in Orthopedics for an objective and reliable
technique to evaluate articular cartilage tissue health13.
Streaming potentials are compression-induced electric poten-
tials that have been shown to reﬂect the structural and functional
integrity of cartilage14e19. Streaming potential are generated by
ﬂuid-solid phase interactions in the loaded extracellular matrix20,
given that proteoglycans are negatively charged and entrapped
within the collagen network, while an excess of mobile positive
ions exists in the interstitial ﬂuid. Thus, under equilibrium condi-
tions, with no load applied, there is no net macroscopic electric
ﬁeld present since mobile cations are symmetrically arranged
around negatively charged proteoglycan21. However, when the
cartilage is compressed, the ﬂow of the interstitial ﬂuid entrains
motion of the positive mobile ions relatively to the ﬁxed negatively
charges of the solid phase, generating measurable streaming
potentials22,23.
The Arthro-BST™ measures streaming potentials in articular
cartilage on 37 microelectrodes located on its spherical indenter24
during a gentle and instantaneous compression (<1 s). The con-
tact between the indenter and the cartilage is tracked during
measurement through the use of a non-planar microelectrode
array to measure streaming potentials25 without the need to con-
trol the force used by the surgeon to compress the cartilage. The
calculation of the quantitative parameter (QP) is independent of the
velocity of indentation or device orientation26 since the software
discards measurements when the loading time is outside the pre-
deﬁned limits, corresponding to high and low velocity, in order to
minimize the effect of loading velocity on measurements. This
device was previously used to assess degenerative changes on
equine cartilage subjected ex vivo to high levels of mechanical
impact and showed high reliability and excellent agreement be-
tween and within users' electromechanical measurements18.
Histological scoring, biochemical analyses and biomechanical
testing offer precise and speciﬁc measurements of cartilage
structure and function (more so than MRI and X-ray) but involve
destructive processing of tissue, and do not represent the entire
joint surface. The objective of this study was to map electrome-
chanical properties of cartilage across entire articular surfaces
non-destructively with the hand-held Arthro-BST™ and to relate
these maps with histological, biochemical and biomechanical
properties of cartilage. Since the structure and composition of
articular cartilage are reﬂected by its electromechanical proper-
ties20e23, we hypothesized that the Arthro-BST QP correlates
directly with histological, biochemical and biomechanical prop-
erties of cartilage. A secondary hypothesis was that the Arthro-BST
can precisely assess cartilage quality non-destructively and
rapidly. To test these hypotheses, the electromechanical properties
of articular surfaces of eight human distal femurs were measured
ex vivo with the Arthro-BST and osteochondral cores were then
harvested to obtain histological, biochemical and biomechanical
properties of cartilage.
Method
Sample source and preparation
Frozen cadaveric human distal femurs from research donors
(n ¼ 8; 80C; age range 35e43 years old; three females and ﬁve
males; four left joints and four right joints) were provided by a
tissue bank (RTI Surgical, Florida, USA). The articular surfaces were
thawed in a plastic bag overnight at 4C. The distal femur was cutthrough a horizontal plane with a band saw at the appropriate
orientation to permit mounting in a chamber for electromechanical
mapping [Fig. 1(A)]. Distal femurs were ﬁxed onto a cylindrical
platform (D¼ 85mm) [Fig.1(B)] and the platformwith the attached
femur was then ﬁxed to a testing chamber (D ¼ 190 mm,
H ¼ 100 mm) equipped with a camera (1280  960 pixels) and a
positioning software (Mapping Toolbox software, Biomomentum
Inc.) [Fig. 2(A)]. The testing chamber was ﬁlled with phosphate
buffered saline (pH 7.4) and a minimum of 15 min was allowed for
equilibration prior to electromechanical mapping of the trochlea
and anterior/central condyles (details below). Following core
extraction, the central/posterior condyles were removed with a
second band saw cut [Fig. 1(C)]. The central/posterior condyles
block was then ﬁxed onto the cylindrical platform [Fig. 1(D)] and
the platform to the testing chamber for mapping of the central/
posterior condyles followed by core extraction (details below).
None of the donors had documented joint pathologies, however
shallow focal cartilage lesions were observed on the articular sur-
faces of four out of eight femurs [see trochlear lesion in Fig. 1(E)].
Arthro-BST mapping
The Arthro-BST™ (Biomomentum Inc.) measures streaming
potentials generated during a rapid compression of the articular
cartilage with an array of microelectrodes lying on a semi-
spherical indenter (effective radius of the tip ¼ 3.18 mm, 5 mi-
croelectrodes/mm2). The device calculates a quantitative param-
eter (QP, arbitrary units) of cartilage electromechanical activity
corresponding to the number of microelectrodes in contact with
the cartilage when the sum of their streaming potential reaches
100 mV. A high QP therefore indicates weak electromechanical
properties and poor load-bearing capacity and low QP indicates
strong electromechanical properties and high load-bearing ca-
pacity. Using the bench top version of the Arthro-BST, a posi-
tioning software overlays a 25 columns  19 rows position grid
(corresponding to ~9 sites per cm2 on the articular surface) on the
live video feed to help measurement registration and create a
uniform mapping. The spherical indenter of the Arthro-BST was
manually compressed onto the cartilage surface [Fig. 2(B)] for
about 1 s at each position of the grid and the device displayed and
recorded the corresponding QP.
Core extraction
Following a macroscopic visual assessment of the articular
surfaces, a total of 163 osteochondral cores were harvested from
non-lesional and also from lesional regions in triplicate (histology,
biomechanics and biochemistry). Lesional areas appeared only
sporadically in the age range examined here (35e43 years) so most
of the cores were from non-lesional regions. Osteochondral cores
(length > 10 mm) were harvested using Smith and Nephew tubular
chisels of 4.5 mm diameter (for histology) and 3.5 mm diameter
(for biomechanical and biochemical analyses). Cores for histology
were ﬁxed in 10% neutral buffered formalin. After coring, the con-
dyles and trochlea were placed back onto the testing chamber,
visually repositioned and oriented as per the initial position and a
second image was acquired to precisely (~1 mm) document the
location of each core relative to the position grid used for Arthro-
BST measurements [Fig. 1(E and F)]. The Arthro-BST's electrome-
chanical QP corresponding to the cored site was calculated as the
average of all QPs measured within 6 mm from the core center
location and was between 1 to a maximum of 4 QP measures. In
total, 59 cores were isolated for histological assessment only, 53
cores for biochemical analysis and 51 cores for biomechanical
testing followed by histology.
Fig. 1. Trimming and ﬁxation of the distal femur and central/posterior condyles onto the sample holder and cored sample with the position grid superimposed. (A) Distal femur cut
horizontally with the band saw; (B) Fixation of the femur onto the cylindrical platform by screws positioned to remain at least 1 cm from the articular surface; (C) Central/posterior
condyles cut with the band saw at the correct orientation; (D) Fixation of the central/posterior condyles onto the cylindrical platform by screws positioned to remain at least 1 cm
from the articular surface; (E) Top view of the trochlea, anterior and central condyles cored; (F) Top view of the central/posterior condyles cored.
S. Sim et al. / Osteoarthritis and Cartilage 22 (2014) 1926e19351928Histoprocessing and staining
Each sample for histology was decalciﬁed in 0.5 N HCl/0.1%
glutaraldehyde. Samples were dehydrated and cleared in ethanolFig. 2. (A) Arthro-BST device with the testing chamber and the camera-positioning softw
osteochondral core used for cartilage thickness measurement; (D) Photograph of the osteoc
Mechanical tester equipped with manual angular and horizontal positioner.and xylene, inﬁltrated with parafﬁn and embedded in parafﬁn.
Then, 5 mm parafﬁn sections were obtained with a RM2155 (Leica)
motorized microtome and collected on Superfrost plus slides. The
sections were stainedwith Safranin O-Fast Green27 and scoredwithare; (B) Arthro-BST manually compressing the cartilage surface; (C) Photograph of an
hondral core maintained in the sample holder during mechanical characterization; (E)
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blinded observer. Furthermore, mounted unstained sections from
68 of the cores were scored by two blinded observers using a
validated polarized light microscopy (PLM) qualitative score for
collagen structure29, where a score of 5 indicates that collagen is
stratiﬁed into three distinct zones (superﬁcial, transitional and
radial) of the correct proportions and birefringence properties
while a score of 0 indicates that the collagen is completely
disorganized.
Biochemical testing
Water content, glycosaminoglycan (GAG), collagen and DNA
content per wet weight and dry weight were determined as pre-
viously published30,31. Brieﬂy, full thickness cartilage biopsies
(n ¼ 53) were thawed on ice, weighed, lyophilized for 24 h and re-
weighed to obtain water content. Samples were incubated in
125 mg/mL papain digestion cocktail in sterile L-cysteine/phosphate
buffer EDTA (PBE) (50 mL digestion cocktail per mg of biopsy wet
weight) for 16 h at 60C. PicoGreen assay32 was performed on
duplicate samples of the papain digest and DNA content obtained
with a standard curve of calf thymus DNA with chondrocyte DNA
content set at 7.7 pg per cell33. The DMMB assay34 was performed
on duplicate samples of the papain digest and GAG content was
obtained with a standard curve of shark Chondroitin Sulfate C so-
dium salt. Papain digested samples were also hydrolyzed with HCl
at 110C for 18 h and the hydroproxyline (HPR)35 assay was then
performed on duplicate samples to obtain collagen content using a
standard curve of trans-4-hydroxy-L-proline and a conversion fac-
tor of 13.15%.
Biomechanical testing
The thickness of the cartilage layer of each osteochondral core
(D ¼ 3.5 mm) was measured under a calibrated dissection micro-
scope [Fig. 2(C)] as the average of six measurements at two
different angles using the Northern Eclipse software version 8
(EMPIX Imaging Inc., Mississauga, Canada). Each core was thawed
and equilibrated in PBS for at least 20 min prior to thickness
measurement and was then gripped by the bone portion into a
threaded core sample holder leaving the cartilage layer completely
outside of the grip [Fig. 2(D)]. This sample holder assembly was
ﬁxed to the bottom of a testing chamber (D¼ 100mm, H¼ 50mm),
ﬁlled with PBS and mounted onto a Mach-1 mechanical tester
(Biomomentum Inc.)36 [Fig. 2(E)]. Cores were tested in unconﬁned
compression using stress relaxation (precompression of 10% of
thickness followed by ﬁve compressions each of 2% of thickness).
The 2% stress relaxation ramps were individually ﬁt to the linear
ﬁbril-network-reinforced biphasic model37 using the Mach-1
Analysis software with Add-on for unconﬁned compression
(Biomomentum Inc.) with the following parameters: disk
radius ¼ 1.75 mm, deformation ¼ 0.02, effective Poisson's ratio¼ 0.
The following parameters were determined from each ﬁt to the
model: the ﬁbril modulus Ef (in MPa), the matrix modulus Em (in
MPa) and the hydraulic permeability k (in 1012 m4/N$s).
Statistical analysis
The relationships between the QP and histological, biochemical
or biomechanical parameters were assessed by parametric corre-
lation analyses using Pearson's correlation coefﬁcient (r); 95% two-
sided conﬁdence intervals for correlation coefﬁcients were calcu-
lated. A multiple regression analysis was performed using a mixed
effects model, with QP as the response variable, to examine the
relationships between the electromechanical QP and each family ofindependent variables e histological, biochemical and biome-
chanical. Note that these best ﬁt equations have not been cross-
validated using another data set. . For biochemical parameters, in-
dependent Student's t-tests were performed to examine the dif-
ference between the means of lesional and non-lesional regions.
For all statistical tests, a P-value of 0.05 (two sided) or smaller was
considered statistically signiﬁcant. Statistical analyses were per-
formed with SAS version 9.3 (SAS Institute Inc., Cary, North Car-
olina, USA).
Results
Electromechanical QP correlates with histological scores
The total Mankin score (scale 0 for normal cartilage to 14 for
totally degraded cartilage) was on average 1 for non-lesional cores
(82% of cores) and 5 for lesional cores, indicating that only mild to
moderate cartilage degeneration was present occasionally on the
femurs. For analyses, the cores were stratiﬁed into three Mankin
score groups (0e2, 3e5 and 6e9). For the ﬁrst group (Mankin 0e2),
the histological slides were normal or had a slight roughening of
the cartilage surface [Fig. 3(A)]. For the intermediate group (Mankin
3e5), decreased Safranin O staining and structural alterations were
apparent in the superﬁcial zone [Fig. 3(B)]. Clefts and GAG deple-
tion as assessed by reduced Safranin O staining were observed for
the most degenerated group (Mankin 6e9) [Fig. 3(C)]. Similarly,
cores assessed by the PLM collagen score (scale 0 (entirely disor-
ganized) to 5 (normal)) were divided into two groups: PLM score
3e5 [Fig. 3(D)] which all have three distinct zones of collagen
structure (as in superﬁcial, transitional, radial) and a PLM score of
0e2 [Fig. 3(E)] where less than three zones were apparent. Table I
shows that a positive correlation was found between electrome-
chanical QP and Mankin score (r¼ 0.73, P < 0.0001, Table I), while a
negative correlation was observed between QP and PLM score
(r ¼ 0.70, P < 0.0001, Table I). A multiple regression analysis
revealed that the electromechanical QP is more closely related to
the Mankin histological score (P < 0.0001, Table II) than to the PLM
score (P ¼ 0.6232, Table II).
Electromechanical QP weakly correlates with GAG and water
content
As expected, there was a signiﬁcant increase in water content in
cores extracted from lesional regions compared to non-lesional
regions (average water content was 82 ± 4% (N ¼ 6) vs 74 ± 4%
(N ¼ 42) respectively; P ¼ 0.0002 with an independent Student's t-
test). The cores collected from lesional regions also had decreased
GAG per wet weight content (average was 24 ± 13 mg/mg (N ¼ 6) in
lesional vs 44 ± 13 mg/mg (N¼ 42) in normal areas; P¼ 0.0009with
an independent Student's t-test) and GAG per dry weight content
(average was 116 ± 37 mg/mg (N ¼ 6) in lesional vs 163 ± 52 mg/mg
(N¼ 41) in normal areas; P¼ 0.04 with an independent Student's t-
test). Collagen content and cell density were similar in lesional and
non-lesional regions (average collagen content was 0.11 ± 0.03 mg/
mg (N ¼ 43) wet weight or 0.45 ± 0.12 mg/mg (N ¼ 43) dry weight
with 16,400 ± 3400 cells/mg (N ¼ 48) wet weight or
68,300 ± 22,000 cells/mg (N ¼ 48) dry weight). There was a weak
correlation of the electromechanical QP with increasing water
content (r ¼ 0.39, P ¼ 0.006; Fig. 4(A), Table I). Also, there was a
weak correlation of the electromechanical QP with decreasing GAG
content (chondroitin sulfate) per wet weight (r ¼ 0.50,
P ¼ 0.0003; Fig. 4(B), Table I) and between the electromechanical
QP and GAG content per dry weight (r ¼ 0.31, P ¼ 0.0316, Table I).
There was no correlation between electromechanical QP and the
other biochemical parameters: collagen content per wet and dry
Fig. 3. (A, B, C) Representative Safranin O/Fast Green stained sections for three groups of the Mankin score and the corresponding electromechanical QP (mean ± SD, N ¼ 110 cores);
(D, E) Representative PLM slides for two groupings of the PLM score and the corresponding QP (mean ± SD, N ¼ 68 cores). Bars ¼ 1 mm.
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Table I]. The multiple regression analysis showed that the water
content (P ¼ 0.0070, Table II) was more signiﬁcant in modeling QP
than the GAG content per dry weight (P ¼ 0.1305, Table II).
Electromechanical QP correlates with biomechanical properties
A high QP indicates cartilage degeneration with weaker elec-
tromechanical properties which relate to biomechanical
weakening revealed by lower modulus and higher hydraulic
permeability. Following the normality test, the natural logarithm
of permeability had a more normal distribution than permeability
itself. Also, its regression with QP was more linear thanTable I
Parametric univariate statistical analysis (values in bold are statistically signiﬁcant)
Parameters QP Pearson's
correlatio
Biomechanical Fibril modulus Ef ¡0.76
Matrix modulus Em ¡0.69
Permeability k 0.46
Natural logarithm of permeability logk 0.72
Thickness 0.08
Histological Mankin score 0.73
PLM score ¡0.70
Biochemical Water content 0.39
GAG per wet weight ¡0.50
GAG per dry weight ¡0.31
Collagen per dry weight 0.18
Number of cells per wet weight 0.15permeability. Thus the natural logarithm of permeability was used
for subsequent statistical analysis (Table I). Higher QP values were
correlated strongly with decreasing Ef [r ¼ 0.76, P < 0.0001;
Fig. 5(A), Table I] and Em [r ¼ 0.69, P < 0.0001; Fig. 5(B), Table I],
and increasing permeability (log (k)) [r¼ 0.72, P < 0.0001; Fig. 5(C),
Table I]. The cartilage samples had an average thickness of
2.67 ± 0.47 mm (obtained with a calibrated dissection microscope)
and no correlation was found between the electromechanical QP
and the thickness [r ¼ 0.08, P ¼ 0.5852; Fig. 5(D)]. The multiple
regression analysis showed that the electromechanical QP was
most closely related to Ef (P ¼ 0.0012, Table II) and the natural
logarithm of permeability (P¼ 0.0394, Table II) than Em (P¼ 0.4510,
Table II).n r
95% C.I. lower 95% C.I. upper P-value < 0.05
¡0.8563 ¡0.6053 P < 0.0001
¡0.8117 ¡0.5035 P < 0.0001
0.2025 0.6546 P ¼ 0.0008
0.5380 0.8272 P < 0.0001
0.2024 0.3457 P ¼ 0.5852
0.6333 0.8090 P < 0.0001
¡0.8015 ¡0.5487 P < 0.0001
0.1169 0.6055 P ¼ 0.006
¡0.2471 ¡0.6841 P ¼ 0.0003
¡0.5490 ¡0.0260 P ¼ 0.0316
0.1316 0.4521 P ¼ 0.2543
0.1415 0.4152 P ¼ 0.3083
Table II
Multiple regression statistical analysis (values in bold are statistically signiﬁcant)
Parameters Model QP Coefﬁcient
estimates of
ﬁxed effects
95% C.I.
lower
95% C.I.
upper
P-value
Biomechanical QP ¼ a*Ef þ b*Em þ c*logk
a ¡0.1527 ¡0.241 ¡0.064 0.0012
b 0.6888 2.520 1.142 0.4510
c 1.0720 0.055 2.089 0.0394
Histological QP ¼ d*Mankin score þ e*PLM score
d 1.0699 0.6600 1.4799 <0.0001
e 0.2415 1.2200 0.7371 0.6232
Biochemical QP ¼ f*water content þ g*GAG per dry weight
f 0.2075 0.0604 0.3546 0.0070
g 0.0115 0.0266 0.0036 0.1305
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The purpose of this study was to relate measurements obtained
with a hand-held electromechanical device (Arthro-BST™) that
maps electromechanical properties of cartilage across an entire
surface non-destructively, to histological, biochemical and biome-
chanical properties of osteochondral cores harvested at different
locations from eight human distal femurs. The electromechanical
QP correlated strongly with theMankin score (Fig. 3), the PLM score
of collagen organization (Fig. 3) and with unconﬁned compression
mechanical parameters (Fig. 5); while weaker correlations were
observed with the biochemical composition (GAG per dry or wet
weight) and water content (Fig. 4). The secondary hypothesis that
the Arthro-BST provides precise and rapid non-destructive as-
sessments of cartilage quality was also borne out by these corre-
lations and the fact that the electromechanical mapping of an entire
articular surface takes around 30 min to complete while histolog-
ical, biochemical or biomechanical characterizations requireFig. 4. (A) Positive correlation between electromechanical QP and water content; (B) Negati
wet weight); (C) No correlation between electromechanical QP and collagen per dry weight;several days or weeks and only provide information on speciﬁc
locations that are consumed by the analyses.
This study conﬁrmed the hypothesis that electromechanical QP
is strongly related to the structure and organization of the collagen
network and to GAG content revealed by PLM and Safranin-O-Fast
Green staining, respectively. This relationship is consistent with
prior work where a disorganised structure in degenerated carti-
lage19,38 was related to streaming potentials14,15. It is important to
note that previous work14e19 reported the streaming potentials
measurements as streaming potential integral (SPI) while in the
present study; it is reported as a QP which reﬂects the number of
microelectrodes in contact with the articular cartilage when the
sum reaches 100 mV. The new parameter QP is consequently
inversely proportional to SPI. The new parameter QP has signiﬁcant
advantages vs SPI including the simplicity of calculation and
robustness to noise. As reported by others, the proteoglycan con-
tent decreases rapidly relative to the collagen content during the
progression of OA, but while the collagen content is maintained, its
organization and integrity is severely perturbed39. Those changes
of collagen organization in articular cartilage are revealed by PLM29
where a strong correlation between the PLM score and the elec-
tromechanical assessment was found here. In the multiple regres-
sion analysis, the Mankin score was more closely related to QP than
PLM, possibly since the Mankin score accounts for more than just
collagen related features when assessing matrix integrity. None-
theless both histological assessments were strongly related to
electromechanics where a lower electromechanical QP indicates
better quality articular cartilage; corresponding to a lower Mankin
score (Fig. 6) and a higher PLM score.
Biochemical composition is also expected to be reﬂected in the
electromechanical QP. In our study QP correlated positively with
water content since the disruption of the collagen network leads
to GAG loss and tissue swelling20,40,41 and increased water contentve correlation between electromechanical QP and GAG content (chondroitin sulfate per
(D) No correlation between electromechanical QP and number of cells per wet weight.
Fig. 5. (A) Negative correlation between electromechanical QP and ﬁbril modulus Ef; (B) Negative correlation between electromechanical QP and matrix modulus Em; (C) Positive
correlation between electromechanical QP and permeability logk; (D) No correlation between the electromechanical QP and cartilage thickness obtained with a calibrated dissection
microscope.
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sign of cartilage degradation42 and QP also correlated with GAG
content that are the source of negative ﬁxed charge15. Simple
collagen content was not related to the electromechanical QP as it
is more the integrity of the collagen network rather than its
content40 that changes with degeneration. Effectively, in the early
degeneration phase of articular cartilage, the collagen content is
initially maintained but there is severe disruption in the collagen
architecture39. Moreover, our measured biochemical composition
for non-lesional articular cartilage fall in close agreement with
previously published values31. Our ﬁndings show that electro-
mechanical measurements are sensitive to abnormally high tissue
water content and corresponding lower ﬁxed charge density,
which are important characteristics of early cartilage degradation.
In addition to histological features and biochemical composi-
tion, electromechanical QP correlated with unconﬁned compres-
sion mechanical properties, as expected, since streaming potentials
are known to reﬂect the structure and composition of articular
cartilage14,15,23,41. Osteochondral cores with a high ﬁbril modulus
(Ef > 20 MPa) have excellent integrity of the extracellular matrix
(conﬁrmed by histology) and strong electromechanical properties
(with QP between 6 and 7). In the multiple regression analysis, the
effect of Ef on the electromechanical QP was predominant
compared to the effect of Em or logk. Since the electromechanical QP
measurement consists of a near instantaneous indentation, this
result is consistent with previously published studies where the
response to instantaneous compression was mainly controlled by
the integrity of the collagen network40,43.
The correspondence of the electromechanical QP to histological,
biomechanical and biochemical parameters can be summarised
visually on a logarithmic scale (Fig. 6). It should be mentioned that
the scale of the electromechanical QP could reach 30 suggesting awider dynamic range than the other parameters. This would allow
highlighting even higher levels of degradation that are not seen in
this study that uses mostly healthy non-lesional cartilage. This
direct relationship between the electromechanical QP and histo-
logical scores, ﬁbril modulus Ef and GAG content support the use of
this non-destructive electromechanical assessment as a surrogate
for destructive and time-consuming assessments of articular
cartilage properties.
In the interpretation of our data, it is also important to keep in
mind that about 90% of the area of the articular surfaces (82% of
the cores) was non-lesional. It is expected that the inclusion of
more degenerated articular surfaces in the study would have
strengthened the observed correlations. Also, the inclusion of
physiological parameters such as age, gender, BMI or smoking
habits could further specify a more general model relating elec-
tromechanical QP to cartilage and patient-speciﬁc parameters.
One limitation of the Arthro-BST is that for low QP (<4), it is
difﬁcult to distinguish exceptionally high electromechanical
properties of the cartilage from an extreme thinness due to the
geometry of the indenter and its limitations for thin cartilage. One
solution to address this issue is that a very low QP will be
compared to a reference QP map, and be categorized as degen-
erated if it is much lower than normal, thus indicating thinness
rather than high electromechanical properties. This particular
limitation of the device caused no problem in the current study
since the lowest average QP obtained was 6. Nonetheless, it will be
important to account for in studies of cartilage repair where the
repaired cartilage may be thinner than normal cartilage. We also
found that the electromechanical QP did not correlate with
thickness, which is reasonable since the indenter force was pre-
viously found to be independent of thickness for thickness ranging
from 2 to 4 mm44, in contrast to measurements on thinner
Fig. 6. The electromechanical QP (logarithmic scale) correspondence with the 3 parameters showing the highest statistical correlations, i.e., Mankin score, Fibril Modulus Ef and
GAG content per wet weight based on multiple regression analysis. The solid portions of the blue, red, and green lines correspond to the measured QP in this study, i.e., from 6 to 22.
The electromechanical QP increases from 7 to ~11 indicating slight cartilage degeneration corresponding to: (1) Mankin scores increasing from 0 to 2, (2) Fibril modulus Ef
decreasing from >20 to ~10 MPa and, (3) GAG content decreasing from 68 to ~28 mg/mg. Further increase of QP from 11 to 15 corresponds to: (1) Mankin scores increasing from 2 to
5, (2) Fibril modulus Ef decreasing from 10 to ~101 MPa and, (3) GAG content decreasing from 28 to ~5 mg/mg. QP values above 15 correspond to yet more advanced cartilage
degeneration on histological, biomechanical and biochemical scales.
S. Sim et al. / Osteoarthritis and Cartilage 22 (2014) 1926e1935 1933cartilage where a correlation between the streaming potentials
and the thickness was seen26.
These results suggest that the non-destructive evaluation of
cartilage electromechanical properties by the Arthro-BST is more
sensitive to the integrity and the structure of the extracellular
matrix. Considering the fact that the non-destructivemapping of an
entire distal femur with a high resolution (about 300 measures per
distal femur) takes about 30 min, the Arthro-BST can provide a
rapid and reliable tool for cartilage assessment where spatially
resolved measurements over the entire surface are desired. For
example, the Arthro-BST could be useful in the quantitative eval-
uation and mapping of the electromechanical properties of entire
articular surfaces in cartilage repair studies or studies of wear-
patterns in osteoarthritis. Moreover, the device could be useful in
cartilage research in general to further understanding of cartilage
diseases, and to develop new therapeutic products, cartilage repair
techniques and reliable animal models of osteoarthritis. Addition-
ally, since that the Arthro-BST has been designed for compatibility
with arthroscopy, it could reveal itself useful in assessing the
cartilage quality during surgery and could aid in the establishment
of treatment algorithms.Author contributions
Sotcheadt Sim: study design, electromechanical measurements,
biomechanical measurements, analysis and interpretation of data,
statistical analysis, literature review, drafting and revision of the
article.
Anik Chevrier: study design, histoprocessing, sectioning and
staining, histological scoring, biochemical assays and revision of the
article.
Martin Garon: study design, preliminary histological statistical
analysis and revision of the article.
Eric Quenneville: study design, electromechanical measure-
ments, biomechanical measurements, analysis and interpretation
of data, revision of the article.
Alex Yaroshinsky: Statistical expertise and revision of the article.
Caroline D. Hoemann: Histological and biochemical study
design and revision of the article.
Michael D. Buschmann: study design, analysis and interpreta-
tion of data, statistical expertise and revision of the article.
All authors have read and provided ﬁnal approval of the
manuscript.Role of the funding source
Operating grants from the Natural Sciences and Engineering
Research Council of Canada (NSERC) and from Biomomentum Inc.
paid for all experimental procedures, graduate student stipends,
salary support for research staff, and towards presentation of
ﬁndings at the International Cartilage Repair Society World
Congress (September 2013, Izmir, Turkey) and the Orthropeadic
Research Society 2014 Annual Meeting (March 2014, New Orleans,
LA, USA). The National Sciences and Engineering Research Council
(NSERC), the Fonds de recherche du Quebec e Nature et technol-
ogies (FRQNT) and Biomomentum Inc. funded Sim Sotcheadt
scholarship. The FRQ-Sante Groupe de Recherche en Sciences et
Technologies Biomedicales (GRSTB) funds provided histology
service.
Conﬂict of interest
E Quenneville and M Garon are the owners of Biomomentum Inc.
Acknowledgments
We acknowledge the technical contributions of Genevieve Pic-
ard, Gabrielle Picard, Hubert Camirand, Marie-Helene Boulanger
and Sylvain Gaufres. Funding provided by the National Sciences and
Engineering Research Council (NSERC) (CRD PJ 445265 12), the
Fonds de recherche du Quebec Nature et technologies (FRQNT) and
Biomomentum Inc.
References
1. Michael JW, Schluter-Brust KU, Eysel P. The epidemiology,
etiology, diagnosis, and treatment of osteoarthritis of the knee.
Dtsch Arzteblatt Int 2010;107:152e62.
2. Frank EH, Grodzinsky AJ, Salant EP, inventors; Massachusetts
Institute of Technology, assignee. Probe, system and method
for detecting cartilage degeneration. United States patent US
5246013. 1993 Sep 21.
3. Athanasiou K and Constantinides G, inventors; Board of Re-
gents, University of Texas System, assignee. Arthroscopic
indenter. United States patent US patent 5433215, 1995 Jul 18.
4. Kiviranta I and Jurvelin J, inventors. Measuring device and
measuring procedure for assessing the stiffness of rigid tissue.
United States patent US patent 5494045, 1996 Feb 27.
5. Niederauer MQ, Wilkes RP, Niederauer GM, Cristante S, Cline
SF, Tynmann RA, inventors; OsteoBiologics Inc., assignee.
S. Sim et al. / Osteoarthritis and Cartilage 22 (2014) 1926e19351934Hand-held materials tester. United States patent US 5904658,
1999 May 18.
6. Jurvelin J, Kiviranta I, T€oyr€as J, inventors. Method and
measuring device for examining a compressible tissue. United
States patent US 20050043623, 2005 Feb 24.
7. Gelse K, Olk A, Eichhorn S, Swoboda B, Schoene M, Raum K.
Quantitative ultrasound biomicroscopy for the analysis of
healthy and repair cartilage tissues. Eur Cell Mat 2010;19:
58e71.
8. Viren T, Saarakkala S, Jurvelin JS, Pulkkinen HJ, Tiitu V,
Valonen P, et al. Quantitative evaluation of spontaneously and
surgically repaired rabbit articular cartilage using intra-
articular ultrasound method in situ. Ultrasound Med Biol
2010;36:833e9.
9. Johansson A, Sundgvist T, Kuiper JH, €Oberg PÅ. A spectroscopic
approach to imaging and quantiﬁcation of cartilage lesions in
human knee joints. Phys Med Biol 2011;56:1865e78.
10. Sato M, Ishihara M, Kikuchi M, Mochida J. A diagnostic system
for articular cartilage using non-destructive pulsed laser irra-
diation. Lasers Surg Med 2011;43:421e32.
11. Spahn G, Felmet G, Hofmann GO. Traumatic and degenerative
cartilage lesions: arthroscopic differentiation using near-
infrared spectroscopy (NIRS). Arch Orthop Trauma Surg 2013
Jul;133:997e1002.
12. Brama PA, Barneveld A, Karssenberg D, Van Kampen GP, van
Weeren PR. The application of an indenter system to mea-
sure structural properties of articular cartilage in the horse.
Suitability of the instrument and correlation with biochem-
ical data. J Vet Med A Physiol Pathol Clin Med 2001;48:
213e21.
13. Spahn G, Klinger HM, Baums M, Pinkepank U, Hofmann GO.
Reliability in arthroscopic grading of cartilage lesions: results
of a prospective blinded study for evaluation of inter-observer
reliability. Arch Orthop Trauma Surg 2011;131:377e81.
14. Garon M, Legare A, Guardo R, Savard P, Buschmann MD.
Streaming potentials maps are spatially resolved indicators of
amplitude, frequency and ionic strength dependant responses
of articular cartilage to load. J Biomech 2002;35:207e16.
15. Legare A, Garon M, Guardo R, Savard P, Poole AR,
Buschmann MD. Detection and analysis of cartilage degener-
ation by spatially resolved streaming potentials. J Orthop Res
2002;20:819e26.
16. Changoor A, Quenneville E, Garon M, Cloutier L, Hurtig MB,
Buschmann MD. Streaming potential-based arthroscopic de-
vice discerns topographical differences in cartilage covered
and uncovered by meniscus in ovine stiﬂe joints. Trans Orthop
Res Soc 2007;32:631.
17. Changoor A, Fereydoonzad L, Yaroshinsky A, Buschmann MD.
Effects of refrigeration and freezing on the electromechanical
and biomechanical properties of articular cartilage. J Biomech
Eng 2010;132:064502.
18. Changoor A, Coutu JP, Garon M, Quenneville E, Hurtig MB,
Buschmann MD. Streaming potential-based arthroscopic de-
vice is sensitive to cartilage changes immediately post-impact
in an equine cartilage injury model. J Biomech Eng 2011;133:
061005.
19. Abedian R, Willbold E, Becher C, Hurschler C. In vitro electro-
mechanical characterization of human knee articular cartilage
of different degeneration levels: a comparison with ICRS and
Mankin scores. J Biomech 2013;46:1328e34.
20. Grodzinsky AJ. Fields, Forces, and Flows in Biological Systems.
1st edn. New York: Garland Science; 2011.
21. Buschmann MD, Grodzinsky AJ. A molecular model of
proteoglycan-associated electrostatic forces in cartilage me-
chanics. J Biomech Eng 1995;117:179e92.22. Maroudas A, Muir H, Wingham J. The correlation of ﬁxed
negative charge with glycosaminoglycan content of human
articular cartilage. Biochim Biophys Acta 1969;177:
492e500.
23. Frank EH, Grodzinsky AJ. Cartilage electromechanics I: elec-
trokinetics transduction and the effect of electrolyte pH and
ionic strength. J Biomech 1987;20:615e27.
24. Buschmann MD, Garon M, Guardo R, Le Guyader P, Savard P,
inventors; Bio Syntech, assignee. Medical apparatus for the
diagnosis of cartilage degeneration via spatial mapping of
compression-induced electrical potentials. United States pat-
ent US 5779651. 1998 Jul 14.
25. Buschmann MD, Garon M, Legare A, Savard P, inventors; Bio
Syntech Canada Inc., applicant. Charact contact distribution
between two arbitrary surfaces using electrode arrays. Euro-
pean patent EP1199983 B1, 2004 May 12.
26. Garon M. Conception et validation d'une sonde arthroscopique
pour l'evaluation des proprietes electromecaniques fonction-
nelles du cartilage articulaire (Conception and Validation of an
Arthroscopique Probe for Evaluation of Functional Electro-
mechanical Properties of Articular Cartilage) (Ph.D. thesis).
Canada: Ecole Polytechnique of Montreal; 2007: 1e204.
27. Hoemann C, Kandel R, Roberts S, Saris DBF, Creemers L, Mainil-
Varlet P, et al. International Cartilage Repair Society (ICRS)
Recommended Guidelines for histological endpoints for
cartilage repair studies in animal models and clinical trials.
Cartilage 2011;2:153e72.
28. Mankin HJ, Dorfman H, Lippiello L, Zarins A. Biochemical and
metabolic abnormalities in articular cartilage from osteo-
arthritic human hips. II. Correlation of morphology with
biochemical and metabolic data. J Bone Joint Surg Am
1971;53:523e37.
29. Changoor A, Tran-Khanh N, Methot S, Garon M, Hurtig MB,
Shive MS, et al. A polarized light microscopy method for ac-
curate and reliable grading of collagen organization in carti-
lage repair. Osteoarthritis Cartilage 2011;19:126e35.
30. Hoemann CD, Sun J, Chrzanowski V, Buschmann MD.
A multivalent assay to detect glycosaminoglycan, protein,
collagen, RNA, and DNA content in milligram samples of
cartilage or hydrogel-based repair cartilage. Anal Biochem
2002;300:1e10.
31. Hoemann CD. Molecular and biochemical assays of cartilage
components. Methods Mol Med 2004;101:127e56.
32. Singer VL, Jones LJ, Yue ST, Haugland RP. Characterization of
PicoGreen reagent and development of a ﬂuorescence-based
solution assay for double-stranded DNA quantitation. Anal
Biochem 1997;249:228e38.
33. Kim YJ, Sah RL, Doong JY, Grodzinsky AJ. Fluorometric assay of
DNA in cartilage explants using Hoechst 33258. Anal Biochem
1988;174:168e76.
34. Farndale RW, Buttle DJ, Barrett AJ. Improved quantitation and
discrimination of sulphated glycosaminoglycans by use of
dimethylmethylene blue. Biochem Biophys Acta 1986;883:
173e7.
35. Stegemann H, Stalder K. Determination of hydroxyproline. Clin
Chim Acta 1967;18:267e73.
36. Langelier E, Buschmann MD. Increasing strain and strain rate
strengthen transient stiffness but weaken the response to
subsequent compression for articular cartilage in unconﬁned
compression. J Biomech 2003;36:853e9.
37. Soulhat J, Buschmann MD, Shirazi-Adl A. A ﬁbril-network-
reinforced biphasic model of cartilage in unconﬁned
compression. J Biomech Eng 1999;121:340e7.
38. Kleeman RU, Krocker D, Cedraro A, Tuischer J, Duda GN.
Altered cartilage mechanics and histology in knee
S. Sim et al. / Osteoarthritis and Cartilage 22 (2014) 1926e1935 1935osteoarthritis: relation to clinical assessment (ICRS Grade).
Osteoarthritis Cartilage 2005;13:958e63.
39. Pearle AD, Warren RF, Rodeo SA. Basic science of articular
cartilage and osteoarthritis. Clin Sports Med 2005;24:1e12.
40. Franz T, Hasler EM, Hagg R, Weiler C, Jakob RP, Mainil-Varlet P.
In situ compressive stiffness, biochemical composition, and
structural integrity of articular cartilage of the human knee
joint. Osteoarthritis Cartilage 2001;9:582e92.
41. Bonassar LJ, Jeffries KA, Paquio CG, Groszinsky AJ. Cartilage
degradation and associated changes in biomechanical and
electromechanical properties. Acta Orthop Scand Suppl
1995;266:38e44.42. Buckwalter JA, Mankin HJ. Articular cartilage, Part II : degen-
eration and osteoarthritis, repair, regeneration and trans-
plantation. J Bone Joint Surg Am 1997;79:612e32.
43. Mow VC, Fithian DC, Kelly MA. Fundamentals of articular
cartilage and meniscus biomechanics. In: Ewing JW, Ed.
Articular Cartilage and Knee Joint Function: Basic Science and
Arthroscopy. New York: Raven Press; 1989:1e18.
44. Lyyra T, Jurvelin J, Pitk€anen P, V€a€at€ainen U, Kiviranta I.
Indentation instrument for the measurement of cartilage
stiffness under arthroscopic control. Med Eng Phys 1995;17:
395e9.
